In recent years, technologies for biomolecular diagnostics using hand-held, easy-to-use, point of care (POC), and economical lab-on-a-chip type devices have attracted the interest of biotechnological companies and the scientific community. However, widely used POC devices for individuals are still limited to simple diagnostics like pregnancy testing and glucose monitoring. Different kinds of ultra-sensitive biosensors have been designed and developed[@b1][@b2][@b3][@b4][@b5][@b6][@b7]. Chip-based detection of biological agents using giant magnetoresistive (GMR) sensors and magnetic labels have emerged recently[@b8][@b9][@b10][@b11][@b12][@b13][@b14][@b15][@b16], and this GMR sensing technology has the merits of low cost, portability, high sensitivity, and real-time electronic readout. In addition, the fabrication of GMR sensors is compatible with the current large-scale integration technologies, so GMR sensors can be easily integrated and their cost can be greatly reduced as mass production is carried out.

The working principle for GMR sensing is detecting stray magnetic field introduced by bound magnetic labels on sensor surface, and magnetic labels are usually functionalized magnetic micro- or nano-particles. GMR biosensors require the specific labeling on magnetic particles, which have been widely used in separation of proteins and cells, hyperthermia, and drug delivery[@b17][@b18][@b19]. Labeling of different biomolecules ranging from small molecules (some drugs) to large molecules (antibodies) is compatible on particle surface and has been successfully demonstrated in these processes. Traditionally, magnetic particles with diameters of between 0.3 µm and 3 µm[@b20][@b21][@b22][@b23][@b24][@b25] were used with GMR sensor systems, but these magnetic labels are too large to suppress the dissociation of bound biomolecules from sensor surface. This means that kinetic studies of molecules interaction using large magnetic particles for GMR sensor would not be accurate, and large particles hinder high-density binding across the sensor surface. They are undesirable because micro-particles would have a much larger effect on the output signal than nanoparticles as non-specific binding event occurs. Wang and co-workers[@b26] have developed a GMR sensing based model for kinetic analysis of proteins interaction, which is more sensitive in detection limit and has wider dynamic range than surface plasmon resonance (SPR) technologies. In their work, magnetic nanoparticles (MNPs) with sizes of about 50 nm were employed, and this kind of MNPs is comparable in size to some biomolecules like proteins and DNA. It indicates that small magnetic labels do much better than large magnetic labels in kinetic studies. Mulvaney[@b27] inferred that kinetic studies with GMR sensors will be accurate when the MNPs diameter is less than a critical value. As an indispensable key player in GMR biosensor system, MNPs not only affect the kinetic studies but also is one of the influential factors on GMR biosensor besides sensor fabrication, surface functionalization, and system setup, etc.

In this paper, five kinds of water-soluble MNPs with the diameter ranging from 10 to 100 nm were selected (see [Supplementary Table S1](#s1){ref-type="supplementary-material"}), and they were measured and compared using a GMR sensor based detection system.

Results
=======

The experiments were accomplished with the aid of DNA hybridization and detection architecture on GMR sensor surface ([Figure 1](#f1){ref-type="fig"}).The chip with 64 GMR sensors was fabricated by a photolithography technique[@b28]. The layout and size for the chip and sensor are shown in [Figure 2](#f2){ref-type="fig"} and [Supplementary Fig. S1](#s1){ref-type="supplementary-material"}. The 64 sensors were symmetrically arranged in an 8 × 8 array, and this would be convenient for automatic spotting with biomolecules in sensor surface functionalization. The sizes of one GMR chip and one sensor are about 16 × 16 mm and 120 × 120 μm respectively. One chip can have up to 64 sensors, taking into account of sensors spacing and layout of connecting wires. However, this is not the limit of sensors on one GMR chip, and GMR sensors could be scaled to over 100,000 sensors per cm^2^ [@b26]. The magnetic orientation of pinned layer is aligned to the minor axis and a typical GMR sensor has a magnetoresistive ratio (MR) of 2.6% after post annealing ([Supplementary Fig. S2](#s1){ref-type="supplementary-material"}). The easy axis of the free layer is along the long strip due to shape anisotropy. The transfer curve has a linear part in the range of −50 Oe to 50 Oe, which is desired for GMR bio-sensing. With aid of sciFLEXARRAYER S5 printing system, bovine serum albumin (BSA) and probe DNA solutions can be robotically spotted on each sensor ([Supplementary Fig. S3](#s1){ref-type="supplementary-material"}). This printing capability promotes multiplex protein or oligonucleotide detection which requires the application of different receptor to different sensor. Many of proteins or oligonucleotides binding experiments would be run in one shot on one GMR chip. Microfluidic technique is usually employed to introduce sample solution to sensor surface, and it has been used in GMR biosensor[@b29]. However, microfluidics needs an external pump system. Pap pen has also been used to draw film-like barriers on microscope slides to stop solution spreading, but it is not suitable for small-scale GMR chip and the contact lines may be scratched during drawing. Herein a reaction well was used to hold solution so that the reagents can be easily pipetted and aspirated.

The whole GMR sensor based detection system is shown in [Supplementary Fig. S4](#s1){ref-type="supplementary-material"}. The GMR sensor is fixed in a reusable chip holder, while a probe array connects the GMR sensor with the PCB. Also it is cheap and can be reused thousands of times. The top hole allows easy loading and aspirating samples, as well as washing in real-time measurements. Before building DNA hybridized architectures on the sensor surface, we tried DNA hybridization experiments on silicon wafer with same functionalized surface as that of GMR sensor. Unlike traditional colorimetric assay, fluorescence dye labeled streptavidin was directly used to replace enzyme labeled streptavidin which required further substrates addition. The fluorescent spots ([Supplementary Fig. S6](#s1){ref-type="supplementary-material"}) suggest that target DNA has been successfully hybridized onto probe DNA immobilized surface. These spots are round and red-color imaged against a low background. The fluorescent signal increases as the concentration of probe DNA goes up from 0.1 to 50 nmol/mL, and the signal appears to be saturated at the concentration of 50 nmol/mL. Thus, 50 nmol/mL of probe DNA was used in hybridization experiments on GMR sensor.

Magnetic moment per particle versus applied external magnetic field at room temperature is shown in [Supplementary Fig. S7 and Fig. S8](#s1){ref-type="supplementary-material"}. No obvious coercivity is observed for all the five kinds of MNPs, confirming their superparamagnetic property. The saturation magnetic moment values (Ms) and magnetic moment values at 30 Oe (M~30Oe~) for different MNPs are listed in [Table 1](#t1){ref-type="table"}. It is apparent that the Ms value per particle increases with an increase in the particle size as expected, because particles with bigger size contains a higher volume of magnetic materials. The M~30Oe~ value for 50 nm MNPs is 2.3 × 10^−15^ emu which is even larger than that for 100 nm MNPs. This may be due to the fact that they are prepared by different approaches and have different microstructures.

For the detection of signal, the bound MNPs are magnetized by the applied alternating in-plane field, and the stray field from MNPs can be detected by the GMR sensor as an output signal. Frequency of the alternating in-plane field plays an important role in the magnetizing process of MNPs. There could be Brownian and/or Néel relaxation mechanisms for MNPs under different alternating magnetic field. The two relaxations depend on the effective hydrodynamic volume and magnetic volume, respectively. They are also two driving forces in the application of magnetic particle hyperthermia[@b30][@b31]. Both Brownian and Néel relaxation times for the five different types of MNPs are estimated and listed in [Supplementary Table S2](#s1){ref-type="supplementary-material"}. Generally Brownian relaxation dominates when the diameter of MNPs is larger than 20 nm. However, it is not necessarily true for the MNPs bound on sensor surface because the viscosity (η) has dramatically increased, leading to the increase of Brownian relaxation time, or even they cannot show any Brownian rotation. In the GMR detection system, the magnetization of bound MNPs should keep pace with the frequency of the alternating in-plane field, otherwise the contribution of bound MNPs to the detection signal could not be fully used. The magnetization of MNPs in solution is measured under the alternating field by using a mixing-frequency method[@b32], and the results are presented in [Supplementary Fig. S9](#s1){ref-type="supplementary-material"}. The 50 and 100 nm MNPs show no obvious phase lagging along the high frequency, and it means that Néel relaxation dominates for the MNPs with a magnetic core size of 10 nm. It can be inferred that amplitude of the 10 nm, 50 nm and 100 nm bound MNPs magnetization has no big difference during the detecting process (50 Hz) on the GMR system. Under low frequency (\<100 Hz), both Brownian and Néel relaxations work for the 20 nm MNPs as they are dispersed in solution. However, Brownian relaxation dominates for the 30 nm MNPs which have a very large Néel relaxation time. It is impossible for the magnetization of the immobilized MNPs to flip under an AC magnetic field if they cannot rotate or move. Therefore, the magnetization of bound 30 nm MNPs might not be fully used for signal generation in the measurement. It\'s critical to determine the optimal frequency of the external applied field. If the frequency is too high, it may bring problems like magnetic coil heating and phase lagging of MNPs. If the frequency is too low, it may increase the system noise due to 1/f noise.

The real-time binding curves (signal vs. time) for five different kinds of MNPs are shown in [Figure 3a](#f3){ref-type="fig"}, and MNPs are added at 10 min. The flat curves from 0 to 10 min indicate that the system is stable with low background noise. Any drift or jumping would interfere with the detection signals. Beginning at t = 10 min, the signals for all the five kinds of MNPs show a rise, reflecting that MNPs are binding to the sensor surface in real-time. As expected, the signal for the control sensor does not show an obvious rise throughout the whole measuring process. This means that MNPs are rarely non-specifically bound to the sensor surface. It also indicates that other non-biological binding factors, such as electronics and temperature drift, etc, don\'t influence the readout signal much. The MNPs bindings reach equilibrium within 10 min, and it appears that the signal saturates within 5 min for 10 nm MNPs. Compared with large-size MNPs, small-size MNPs have a stronger Brownian motion, which may speed up MNPs diffusion and binding. It is apparent that their saturated signal levels vary greatly, and their average overall signals are presented in [Figure 3b](#f3){ref-type="fig"}. The 50 nm MNPs generate the highest signal among the five kinds of MNPs under the same testing condition, and it has an average signal of 102 μV. In contrast, the average signal for 10 nm MNPs is dramatically reduced to 8 μV. The 20 nm, 30 nm and 100 nm MNPs bring the signals of 50, 70 and 44 μV respectively. Under specific detection condition, the final readout signal is dependent on not only the characteristics of MNPs but also the number of bound MNPs.

SEM results ([Figure 4](#f4){ref-type="fig"}) show that few MNPs were bound on the control sensor surface that was covered by BSA, and this is consistent with the signal for the control sensor. BSA is a negatively charged protein[@b33], and all the five kinds of MNPs are also negatively charged at pH 7.4 ([Supplementary Table S1](#s1){ref-type="supplementary-material"}). The electrostatic repulsion can prevent the MNPs from non-specifically binding onto the control sensor. Application of the MNPs onto probe DNA oligonucleotides immobilized surface was attempted, and we found few MNPs were bound. This makes sense because the DNA strands are negatively charged by their phosphate/sugar backbones. It can be also inferred that the MNPs would not non-specifically bind to a sensor surface after the hybridization of biotinylated target DNA oligonucleotides has been completed. [Figure 4b--4f](#f4){ref-type="fig"} show the GMR sensor surfaces with bound MNPs. The low-magnification images are also presented in [Supplementary Fig. S10](#s1){ref-type="supplementary-material"}. 10 nm MNPs are too small to be visualized after the sensor surface is metalized with 5 nm Au, so it is not shown here. The 20 nm and 30 nm MNPs are densely and uniformly bound on sensor surfaces, and they are well dispersed and agglomeration is seldom observed. The bound numbers for the 20 nm and 30 nm MNPs are 230/μm^2^ and 220/μm^2^ respectively. The numbers have drastically decreased for the 50 nm and 100 nm MNPs (40 and 10/μm^2^). They are not uniform in distribution and appear with frequent multi-particle clusters. It can be inferred from the bound number of 20 nm MNPs that there are at least 230 binding sites per μm^2^ on sensor surface after DNA hybridization. The maximal accommodated numbers for the 50 nm and 100 nm MNPs are 400 and 100/μm^2^, respectively, if they ideally form a compact monolayer on the sensor surface. Thus, most of the binding sites are not occupied for the 50 nm and 100 nm MNPs, which show a lower biological binding ability than the 20 nm and 30 nm MNPs for the detection condition.

Discussion
==========

By virtue of its advantages, GMR biosensor as a robust analytical tool has great potential to be a versatile and portable device for molecular diagnostics eventually. As one of the key parts of GMR biosensor platform, MNPs are significantly vital to the detection capability. In our experiments, it makes a big difference in final signals as various kinds of MNPs used. Some vital characteristics of MNPs should be taken into consideration. According to previous study[@b34], the surface charges of MNPs and sensor affect MNPs approaching and binding. Positively charged MNPs can be electrostatically attracted to negatively charged planar surface. In contrast, MNPs with highly negative charge do not show any kind of binding to the negatively charged surface, even through specific binding of "biotin-streptavidin". Thus, the characteristic of surface charge for MNPs should be taken into account depending on target analytes and detection technique. Even though the companies providing the MNPs claim that they have an excellent binding ability to biotin or biotinylated molecules, they are designed for solution-based applications and especially have succeeded in biological separation and purification. The biotin binding capacity may not be true to surface-based application like GMR bio-sensing. Recognizing a target on sensor surface is generally considered to be more difficult due to a limited diffusion rate and steric hindrance[@b35]. The real output signal for one MNP is listed in [Table 1](#t1){ref-type="table"}. Larger MNPs provide larger signal per particle as expected. However, by taking the surface-based binding ability into account, 30 nm and 50 nm MNPs produce higher overall signal than 100 nm MNPs under the given condition.

In GMR bio-sensing, the signal generated by one bound MNP is proportional to the average MNP stray field generated along the axis of the fixed reference layer. The position of this single MNP on the sensor can then be adjusted many times to obtain an array of these average stray fields. This array of results can be averaged once more to obtain a signal that represents the stray field induced by a typical MNP landing in some random location. The twice-averaged stray field is proportional to the MNP moment derived from the Langevin Function where the total field acting on the MNP must include the applied field and magnetostatic fields from GMR film layers. Finally, we can generate a result for each value of applied field to derive the AC measurement result. With this information, we can estimate a distance-relationship for specific situations. In the case that we use our specific sensor geometry, we obtain a (roughly) m/d^1.3^ relationship. Here, m is the dipole magnetic moment of MNP, and d is the distance between the center of MNP and surface of free layer. This distance (d) is the sum of 5 nm of Ta layer, 25 nm of Al~2~O~3~, 20 nm of SiO~2~, 7 nm of hybridized DNA architecture, and radius of MNP. The saturation magnetic moment values (Ms) and moment values at 30 Oe (M~30Oe~) for the MNPs are both investigated and their m/d^1.3^ are also calculated ([Table 1](#t1){ref-type="table"}). The Pearson correlation coefficient (r) between measured signal and Ms/d^1.3^ is 0.96, indicating a strong positive correlation between them. The r between measured signal and M~30Oe~/d^1.3^ is 0.75, showing a positive correlation too. Overall, MNPs with high magnetic moment are desired in GMR biosensors.

In summary, choosing the MNPs is a vital aspect to the GMR bio-sensing technology. The most important characteristics of MNPs used in GMR biosensors are magnetic moment, size, and surface-based binding ability. Other characteristics, such as stability, surface charge, and responding to frequency of magnetic field, etc, should be also considered in specific detection condition. The majority of magnetic particles being used now are iron oxides. Compared to iron oxides, FeCo MNPs with the same size exhibit much higher magnetic moment. Our previous study[@b11] shows that FeCo MNPs had excellent performance in magnetic biosensors. Therefore, the best solution we are studying now is imbedding a cluster of small FeCo into polymer to form large MNP. This will increase the magnetic content of each MNP while remaining superparamagnetic, and engineering its surface to increase the surface-based binding ability.

Methods
=======

GMR sensor fabrication and surface functionalization
----------------------------------------------------

GMR biochip with 64 sensors was designed and fabricated, and the multi-layer stack was top-down composed of Ta (50 Å)/NiFe (20 Å)/CoFe (10 Å)/Cu (33 Å)/CoFe (25 Å)/IrMn (80 Å)/Ta (25 Å), which was fabricated by a Shamrock Sputtering System. An anti-ferromagnetic IrMn layer was used to pin the fixed magnetic CoFe layer, and the free layer consisted of CoFe and NiFe bi-layers. Protective bi-layers of 25 nm Al~2~O~3~ and 20 nm SiO~2~ were finally coated on chip surface. The chip was annealed at 200°C for 1 h under 4.5 kOe magnetic field and the field orientation was along minor axis of GMR sensor. The magnetic orientation of pinned layer could be fixed along the minor axis after annealing treatment. Before biomolecules immobilization on the GMR sensor surface, the sensors surface was functionalized by 3-aminopropyltriethoxy silane and glutaraldehyde[@b28].

DNA hybridization
-----------------

The probe DNA oligonucleotide (5′/ACAAACAACGGAAACCAGCA/3AmMC6T/3′) with amino modification was purchased from Integrated DNA Technologies, Inc. It (50 nmol/mL) was spotted on GMR sensors, and some sensors in the same chip were spotted with BSA (10 mg/mL) and were used as control sensors ([Supplementary Fig. S3](#s1){ref-type="supplementary-material"}). The printed GMR chip was incubated for 24 h at room temperature under a relative humidity of \~90%, followed by being rinsed with 0.2% SDS solution and ultrapure water. For inactivating surplus aldehyde groups and reducing non-specific binding, 1.0 mg NaBH4 was dissolved in 400 μL PBS (1×) and 100 μL ethanol, and the resulted solution was added on chip surface and incubated for 5 min. After three washes with ultrapure water, the chip was immersed in hot water for several minutes to denature any annealed DNA. The chip was rinsed thoroughly with ultrapure water and dried by a stream of nitrogen. A reaction well made of polymethyl methacrylate (PMMA) was attached onto chip surface. The reaction well can help to load a maximal liquid volume of 100 μL on sensor array area.

Biotinylated target DNA oligonucleotide (5′/TGCTGGTTTCCGTTGTTTGT/BiotinBB-/3′, 50 nmol/mL, 100 μL, purchased from TriLink Biotechnologies) containing 4× SSC + 0.2% SDS + 0.2 mg/mL BSA was preheated to 42°C and immediately loaded into reaction well. After being incubated for 3 h at 37°C, the chip was washed with 2× SSC + 0.2% SDS and ultrapure water, followed by being dried by nitrogen gas.

Detection system setup
----------------------

A Data Acquisition Card (DAQ) NI USB-6289 is used as an analog output signal generator and an input signal digitizer. Two analog output channels are used to generate pilot tones for circuit and coil driver. One DAC input channel is used to digitize signal with 18 bit and 500 kS/s. When operating in the minimum voltage range ±100 mA, digitization has the highest accuracy of 28 μV and highest sensitivity of 0.8 μV. The input and output channels of the DAQ shares the same clock source so frequency and phase jitter can be effectively avoided. Although the input channel has a built-in low pass filter, multiple analog low pass filters are integrated in the circuit to suppress the noise sources, especially from the output channel of DAQ. The GMR sensor arrays are addressed by Multiplexers ADG1606 and are measured in time sequence. Each chip has 16 bi-directional single channels, and the switch of each channel is determined by the 4-bit binary address lines fed by the digital output channel of DAQ. All the GMR sensors share one Wheatstone bridge setup. The Wheatstone bridge can dramatically eliminate the background analog signal, thus the small meaningful signal can be amplified and detected. An instrumentation amplifier INA163 is used as a final stage signal amplifier. The gain is adjusted by a potentiometer to fit the optimal range of the DAQ input channel.

Signal measurement
------------------

30 μL PBS solution was preload into reaction well in order to make sensor surface with hybridized DNA transfer from dry to wet. An alternating current at 1 KHz was applied to each sensor after the chip was connected to the system. An alternating in-plane field of 30 Oe at 50 Hz was applied along the minor axis of the sensor. The amplitude at mixing tones (1000 ± 50 Hz) is measured as primary signal by a Fast Fourier Transform of the time-domain voltage signal from the DAQ. By implementing ac current and field, the mixing tones can effectively avoid the 1/f noise and the interference. Each measure takes one second and amplitude and phase are recorded continuously in real time. After running for 10 min, 30 μL of MNPs solution was added, and the detection signal generated by MNPs binding to sensor surface could be real-time recorded. As the signal measurement was finished, the GMR chip was taken out and washed by water to remove any unbound MNPs, followed by being dried by nitrogen gas. For the 100 nm MNPs, they were easier to get away from the sensor surface. Thus, we immersed the GMR chip with bound 100 nm MNPs into water solution and stirred slightly, and unspecifically bound MNPs would be dispersed into water. N~2~ drying was not used for this chip and we just let the surface dry naturally. Then the chip was coated with 5 nm Au film and further investigated by Field Emission Scanning Electron Microscopy (FESEM, JEOL 6500). Five different types of MNPs were tested herein, and their detailed information was listed ([Supplementary Table S1](#s1){ref-type="supplementary-material"}). All the five types of MNPs had been functionalized with streptavidin which could specifically bind to the biotin labeled on probe DNA oligonucleotide.
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![Schematic representation of DNA hybridization on GMR sensors and binding with different MNPs.](srep05716-f1){#f1}

![(a) GMR chip with attached reaction well was placed on the chip holder. The size of GMR chip is about 16 × 16 mm. (b) 8 × 8 sensor array in the center area of GMR chip, and the distance between adjacent sensors is 400 μm. (c) Optical image of one GMR sensor. One sensor has 50 strips which consist of 5 strip groups in series and each group has 10 strips connected in parallel. The dimension of one strip is about 120 μm × 750 nm. (d) The strips in parallel. The gaps between strips were filled with SiO~2~ in order to prevent MNPs from being attracted into the sidewalls of the strips. Some parts on two sides of strip are also covered by SiO~2~, so the width of one strip is actually 500 nm.](srep05716-f2){#f2}

![(a)Typical binding curve data in real time and (b) average final signals (with standard deviation) for different MNPs.](srep05716-f3){#f3}

![SEM images of different MNPs bound on GMR sensor surface.\
(a) Control; (b) 20 nm MNPs; (c) 30 nm MNPs; (d) 30 nm MNPs (Zoom out); (e) 50 nm MNPs; (f) 100 nm MNPs. All the scale bars are 1 μm.](srep05716-f4){#f4}

###### The measured and calculated signals per particle for different MNPs[a](#t1-fn1){ref-type="fn"}

  MNPs (diameter)    Ms (10^−16^ emu)   M~30\ Oe~ (10^−16^ emu)   A1 (10^−18^ emu/(nm)^1.3^)   A2 (10^−20^ emu/(nm)^1.3^)   B (Measured Signal,10^−6^ μV)
  ----------------- ------------------ ------------------------- ---------------------------- ---------------------------- -------------------------------
  10 nm                    0.82                  0.02                        0.38                         0.94                          2.42
  20 nm                    7.8                    1.1                        3.3                          46.5                          15.1
  30 nm                    10.8                  1.05                        4.16                        40.43                          22.1
  50 nm                     81                    23                        26.33                        747.77                        177.08
  100 nm                   368                    18                        84.65                        414.07                        305.56

^a^All the values listed above are calculated for one particle. The measured signal per MNP (B) is calculated from bound numbers of MNPs, size of sensor (120 × 120 μm), and measured signal. We statistically assume that all the MNPs are ideally bound uniformly and every MNP has the same contribution to signal. A1 = Ms/(radius + 57 nm)^1.3^, A2 = M~30\ Oe~/(radius + 57 nm)^1.3^. It is assumed that the bound number for the 10 nm MNPs is 230/μm^2^.
